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Abstract
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, f

the lidar equations was examined. _w forms of the lidar equation

were developed to account for this temperature sensitivity. Here
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1 Introduction

In part one of this paper [1 ] (hereafter referred to as "part r'), the effects of the temperature sensitivity of Raman scattering on the

elastic and Raman lidar equations were discussed. Also a detailed examination of the calculation of atmospheric transmission

was presented. Continuing with the task of re-examining the traditional Raman lidar measurements of aerosols and water vapor,

in this paper is presented the temperature dependent equations for aerosol scattering ratio, aerosol backscatter coefficient and

water vapor mixing ratio.

2 Aerosol scattering ratio

2.1 Definition

The backscattered lidar signal centered on the laser wavelength is caused by Rayleigh and rotational Raman scattering from air

molecules and Mie scattering from aerosols. The aerosol scattering ratio is used to quantify the ratio of aerosol to molecular

scattering. It is defined as the ratio of the volume backscatter coefficients _tot for total (molecular + aerosol) scattering and pure

molecular scattering and can be expressed as

/o_ (_,L,r)
-mol aer aer

_/_ (_L,r)+f_ (_L,r) /_ (:_L,r) (1)
ZTo, (_, _) = 1 + _o, (_, _)

where the volume backscatter coefficient for molecules fl_oz ()kL ' T) is given by N m°l (r) damol (_)/df_. It is more difficult to

represent the volume backscatter coefficient for aerosols as a number density multiplied by a cross section because the number

density, size and type of aerosols are generally not known.
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2.2 Formulation of the equations for aerosol scattering ratio

The Raman lidar is able to quantify the aerosol scattering ratio in a more direct manner than elastic lidar systems. The Raman

lidar measures a signal proportional to the molecular nitrogen (or oxygen) density. This can be used as a direct quantification of

the denominator needed in equation l. A simple elastic lidar has no such signal and must resort to inversions to determine ratio.

The calculation of the aerosol scattering ratio from the basic Raman lidar signals will now be described. Forming the ratio

of equations 8 and 7 from part I [1 ] for the background-subtracted lidar received power at the laser wavelength, AL, and at the

Raman nitrogen wavelength, AN, yields

P (AAN, r)

where the shorthand notation

oL (,9 Fn(T) ¢ (_L) ,_o_ (_., _) + _;_ (_L,r) - fo{_(_L';)-_(_"'_')_d;
ON (r) FN(T) _ (AN) NN (r) dft

OL (r) FR(T) _ ()_L ) t7 °l ()_L, r) -_- flaer (/_L, r) AT ( )_L, _N, r)
ON (r) FN(T) _ (AN) NN (r) d_

(2)

(3)

- f{_(xL,J)-_(xN,J)}aJ
AT (_L, AN, 7") = (3 o (4)

has been used for the differential transmission term which accounts for the fact that atmospheric transmission differs at the two

wavelengths. Note the useful property that AT (AL, AN, r) = 1�At (AN, Ac, r).

The Raman backscatter coefficient for nitrogen molecules may now be expressed as fin (AL, r) = NN (r) dan (rr)/dft and

is proportional to the RayIeigh backscattering coefficient for air since nitrogen is well mixed in the lower atmosphere. This fact

can be expressed as

Z_ (A_,_) = c _7 °_(_L,_) (5)

The Rayleigh and Raman nitrogen cross sections, both including the rotational Raman contributions are, at 351.1 nm, ap-

proximately 3.4 ×10 -27 cm2sr -1 and 3.0×10-3°crn2sr -1, respectively [2]. Thus, considering also that nitrogen comprises

approximately 78% of the atmosphere, C in equation 5 may be evaluated as follows
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C= 1 f_N(AL r) 1 3.0x10 -3°_" ' --_ _ 1.1 x 10 -3

0.78 fl_°_ (AL, r) -- 0.78 3.4 × 10 -27

Combining equations 3 and 5, the following expression for the aerosol scattering ratio in terms of the lidar signals results

(6)

_'ot (AL, r) _ C ON (r) FN(T) _ (AN) P (AL,r) AT (AN, AL, r)
"_ (AL, r) -- _mol (AL, r) OL (r) Fn(T) _ (AL) P (AN, r)

Absorbing the overlap and efficiencies into a new term, C* (T, r), yields

(7)

P (AL,r) A_-(AN, AL,r) (8)
= C* (T,r) P(AN, r)

= C ON (r) FN(T [r]) ¢ (AN) (9)
Or (r) FR(T [r]) _ (AL)

1.1 x 10-3 ON(r)FN(T[rI)_(AN) (10)
OL (r) FR(T [r]) _ (AL)

For a perfect optical system, the ratio ON (r)/OL (r) would be unity throughout the range of measurement. In a real lidar

system, this ratio will depart from unity for the ranges closest to the telescope. If this departure from unity is significant for the

quantity being determined, the ratio of the overlap functions can be quantified by taking data in both channels using a common

nitrogen or oxygen interference filter [3] [4] (although care must be taken to use filters all of similar bandpass width since

narrower filters are more subject to changes in transmission due to differing divergence angles that arise in the near-field). By

doing this, both lidar system channels are measuring the same atmospheric quantity and the ratio of the data from these channels

quantifies the ratio of the overlap functions.

2.2.1 Temperature sensitivity ratio FN(T)/Fn(T)

Equation 10 is the Raman lidar equation for quantifying the aerosol scattering ratio using a XeF excimer laser (351 nm) such

as used for the measurements by the SRL at Andros Island, Bahamas in 1998. The temperature sensitivity functions FR(T) and

FN(T) appear in the final formulas and, in general, cannot be eliminated as was the case for calculating aerosol extinction in the

normal atmosphere. In the calculation of extinction, FN(T) would need to change appreciably over short ranges to influence the

results. In the calculation of the aerosol scattering ratio, however, any change in the value of the ratio of FN(T)/FR(T) over

the entire range of a lidar profile could affect the calibration of the profile. Thus, for high accuracy measurements of aerosol

scattering ratio when using narrowband interference filters, these temperature sensitive functions should be evaluated. If the
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aerosolandnitrogenfiltersareof essentiallythesamewidth,thisfactorwillbeminimizedsincethetemperaturedependence

oftherotational-vibrationalRamanlinessurroundingthevibrationalnitrogenq-branchissimilartothatof thepurerotational

Ramanlinessurroundingtheelasticreturn.Furthermore,forthecaseofthewidespectralbandSRLmeasurementsanalyzed

hereessentiallyalloftherotationallines are transmitted by the filters that were used, therefore temperature dependence was not

a concern. If filters of significantly different widths are used for the elastic and Raman measurement, the factor FN(T)/Fn(T)

may become important. This will be the subject of future investigation. The evaluation of the calibration constant C* and the

differential transmission term will be discussed after the error equations are developed.

2.3 Aerosol scattering ratio error equations

The standard error in determining T_ (XL, r) is given by applying the error propagation formulas, equations 28 - 31 from part I,

to equation 8. The error due to the lidar signals can be quantified as follows

c_27z_ __cr_* a_4 crux_. (11)
7e---7 - C. 2 + _--_ +--At 2

where A has been used for the ratio of the background subtracted lidar signals, P (AL, r)/P (AN, r), in equation 8. Variations

in the calibration factor, C*, and the differential transmission, At, will be studied in the next sections. It will be shown that

errors in the differential transmission term can be kept small through a direct measurement of aerosol extinction. Furthermore,

the atmosphere offers a natural calibration tool that permits accurate scattering ratio calibrations. Therefore, the random errors in

the lidar signals themselves typically dominate the error budget. Quantifying the standard error in the aerosol scattering ratio as

being determined by the random error in the lidar signals yields:

_r_ 2 2_ _rSL + erBL °aSN + Cr_N (12)

(& BL)2 2 2-- O'SN q- O'BN _ (13)( _-sL+__-BL 2 2
4 - BN)'

where the subscripts L and N refer to the signals at the laser wavelength and the Raman nitrogen shifted wavelength. A point to

note here is that the errors in the determination of the backgrounds, _r_L and Cr_N, propagate into the total error in the aerosol

scattering ratio calculation.
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Figure 1: Five synthesized aerosol extinction profiles to test the influence of various aerosol loadings on the calculation of differ-

ential transmission. The aerosol optical depth of the profiles ranges from 7- =0 (pure Ray]eigh) to r = 2.0 (extremely hazy). All

profiles equal 0 above 2.0 kin.

2.4 Aerosol scattering ratio differential transmission

The differential transmission term Ar (AN, AL, r) in equation 8, which accounts for the fact that the return signals at ),L and AN

experience different attenuations on their return trips from the scattering volume, will now be computed. The influence of various

aerosol loadings on this calculation will be studied using several synthesized aerosol extinction profiles.

The synthesized profiles are shown in figure I where each of the profiles equals zero above an altitude of 2 kin. The differential

transmission term calculated using these extinction profiles is shown in figure 2 where the U.S. Standard Atmosphere [5] has been

used for the molecular extinction calculation. The aerosol optical depth for each of these profiles is obtained by integrating the

extinction from the 0 - 2 kin. The aerosol optical depths, 7-, that result are shown in the legend of the figure. They range from a

pure Rayleigh atmosphere (7- = 0) to an extremely hazy value of 7- = 2.0. In these plots, the Angstrom coefficient used was k =

1.0.

For a moderately turbid value of aerosol optical depth of 0.5, the differential transmission term changes by less than 5% at
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Figure 2: The differential transmission term required for the aerosol scattering ratio calculation for a range of optical depths.

Increasing the optical depth makes the differential transmission term larger with height, r = 0 indicates only molecular scattering

while r ---- 2.0 would indicate very hazy conditions. The standard atmosphere has been to calculate the molecular extinction.



20 km from the pure Rayleigh value. However, under the extremely hazy conditions of an aerosol optical depth of 2.0, the value

of the differential transmission term increases to almost 1.4 at 20 km from its pure Rayleigh value of approximately 1.15. The

differential transmission curves are essentially parallel to each other above 2 kin, as expected, since the aerosols are confined to

a region below 2 km in the synthetic profiles. This figure shows the importance, particularly under hazy conditions, of having a

simultaneous measurement of aerosol extinction.

The value chosen for the Angstrom coefficient influences the calculation of the differential transmission term as shown in

figure 3. Varying the Angstrom coefficient over a range of 0.8 to 1.2 for the case of aerosol optical depth of 1.0 changes the

differential transmission term by 4%. Thus, under very hazy conditions, a knowledge of the wavelength scaling of the aerosols

present, such as can be obtained by sun photometer, can help to reduce the uncertainty in this term. (However, a sun photometer

only yields the column average Angstrom coefficient. A multi-wavelength lidar [6] [7] can be used to quantify the Angstrom

coefficient as a function of range but that is beyond the scope of the present treatment, which is confined to a single output laser

wavelength.) The use of the molecular oxygen signal, as opposed to the molecular nitrogen signal used here, will also decrease

this sensitivity due to the fact that the Raman shifted wavelength for oxygen is closer to the laser wavelength than is the Raman

shifted wavelength for nitrogen.

2.5 Atmospheric calibration of the aerosol scattering ratio

The almosphere offers a natural calibration tool for determining the factor C* (T, r) in equation 8. After correcting for differential

transmission as shown above, C* (T, r) may be determined by examining the lidar quantity 39 (Az, r)/P (AN, r) AT- (AN, AL, r)

from equation 8 in a region of the atmosphere which is flee of aerosols. The functions FN(T) and Fn(T) must be known over

the range of the profile to apply the calibration constant at all altitudes. Ifwideband filters are used, such as in the SRL excimer

based measurements, these functions are essentially constant implying that C* (T, r) is a constant for all temperatures. For the

case ofnarrowband filters, this may not be the case as mentioned earlier.

In non-volcanic conditions, Russell et. al. [8] [9] demonstrate that there are very few aerosols present in the free troposphere

(above the boundary layer but below the tropopause). They show that the minimum value of aerosol scattering ratio 7-¢_i,, (A) for

a wavelength of 690 nm is not greater than 1.02. Using this value of _m_,_ (A) and a A-4 dependence for Rayleigh scattering

and assuming a A-k dependence in aerosol scattering coefficient (considered constant as a function of range) implies that at the

XeF exclmer wavelength of 351.1 nm the correct value of T_m_,_ (A) can be determined in the following manner.
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Figure 3: The sensitivity of the aerosol scattering ratio differential transmission term to the wavelength scaling of aerosol extinc-

tion is tested here. For an aerosol optical depth of 1.0, the aerosol differential transmission term is plotted for k = 0.8, 1.0 and

1.2. The differential transmission term changes by approximately 4% over this range.



The wavelength scaling of the Rayleigh and Mie backscattering coefficients may be expressed as

fi,¢ol(A1,r)

Given that the aerosol scattering ratio at wavelength A1 is

_ (A2 
\Tll/

(14)

(15)

/_er (A1, r) (16)

"J_(Al,'r ) = 1 +/_ot (Al,r)

equations 14 and 15 can now be used in conjunction with equation 1, the expression for aerosol scattering ratio, to scale the

scattering ratio to different wavelengths. Therefore, at A2 the following equation pertains

(A1/A2)k _er(Al,r) = 1 + _er (AI,?.) (17)

7¢(A2,r) ---- 1 + (A1/A2)4 _ol (A1,T) (A1/)_2)4-k fl_ol (AI,./.)

Using now the values oral = 690 nm, A2 = 351.1 rim, 7¢m_ (690, r) = 1.02, and k = 1 yields T_,,_i,_ (351.1, r) = 1.0026.

The Angstrom coefficient, k, generally varies between the extremes of approximately 0 and 2. Even assuming the maximum

value ofk --- 2, T¢-_in (351.1, r) -- 11.005. Due to the very small value of 7_r,,in (A = 351.1, r) for all values of k, the calibration

of the aerosol backscattering ratio can be performed by assuming that the minimum value ofbackscattering ratio that a Raman

lidar measures between 6 and l0 km corresponds to an aerosol backscattering ratio of 1.0. The error in this assumption is much

less than 1%.

The determination of the value of aerosol scattering ratio from equation 8 is illustrated in figure 4 using SRL data acquired

during the night of August 22, 1998 at Andros Island. A I 0-minute summation of the ratio of the aerosol and nitrogen channels,

P (AL, r)/P (AN, r) is plotted in solid black. The profile slopes toward smaller values as altitude increases due to the differential

transmission of the two lidar wavelengths; 351.1 nm for aerosol and 382.3 nm for nitrogen. Multiplying by the differential

transmission term A_- (AN, AL, r) in equation 8 yields the curve shown using a dashed line. C*(T, r) can now be determined

by normalizing the profile to a value of 1.0 in an aerosol-flee value region of the atmosphere. As described above, the region

between 6 - l0 km is used for this normalization. The dash-dot curve then is the fully processed aerosol backscattering ratio

/3TM (AL, r)//_ff (AL, r) with errors calculated using equation 12. In the profiles, one can see small amounts of aerosol scattering

l0



E

2o

17.5

15

12.5

10

7.5

5

2.5

,...

I
t
I

f
!

i ..... Raww/DT

I
1
I

........ F'in_i

0.5 1 1.5 2 2_5 3 3.5 4

Ratio

Figure 4: The steps in the evaluation of equation 8 are shown. In solid line is shown the raw ratio of the lidar signals
P (AL, r)/P (AN, r). The dashed curve is the same ratio after multiplying by the differential lransmission term AT (AN, AL, r)
calculated f_om equation 8 using actual lidar aerosol extinction data and molecular number density from a radiosonde. Finally
the value of C* is determined by normalizing the curve between 6 - 10 km where aerosol scattering is negligible. The final curve
is the fully processed aerosol backscattering ratio given by fltot (AL, r)/fl_ (AL, r).

11



present near the surface with scattering ratios reaching -1.5. Cirrus clouds can be seen between 13 - 14 km where the values are

greater than 2.

From this example, C*(T, r) has a constant value of approximately 0.65. This value shows no range dependence due to the

wide interference filters in use. In equation 10, the overlap and temperature sensitivity ratios will both be approximately equal

to one. Thus, the value of C*(T, r) implies that the ratio of transmission efficiencies, _ (AN)/((AL), must be on the order of

103. In fact, these data were acquired with an ND3 (transmission =10 -3) neutral density filter installed in the elastic channel to

allow the signal to be acquired using photon counting electronics. The aerosol backscattering coefficient can be calculated fi'om

the aerosol scattering ratio. In order to do this, the Rayleigh backscatter cross section is needed. That calculation will now be

described.

2.6 Calculation of Rayleigh backscatter cross section

To calculate the Rayleigh backscatter cross section, the following formulation will be used [ 10]

/3m°t (0, A, z) -- Ms (A, Z) pRa u (0, Q_(A)) (18)
47r

where fl,_ot (0, A, z) is the Rayleigh angular volume-scattering coefficient (in units of, for example, cm-lsr-1).The right hand

side of this equation consists of two terms indicating: 1) total scattering per molecule and 2) scattering amplitude in a given

angular direction. The/_8 (A, z) term is the same Rayleigh volume scattering coefficient given in equation 17 of part I and

quantifies scattering into all angles. The angular dependent part is given by [10]

3

Pnau (0,3'(A)) -- 4 (1 + 27(A)) [(1 + 37(A)) + (1 - 7(A)) cos 2 0]

where Pn_y (0, 7) is the Rayleigh scattering phase function and 7 quantifies molecular anisotropy and is defined by

(19)

pn( ) (20)
= 2 - pn( )

where p,_(A) is the Rayleigh depolarization factor shown in figure 4 of part 1. This formulation of the Rayleigh scattering

phase function is due to Chandrasekhar [11 ]. The Rayleigh backscattering cross section is obtained simply by setting 0 : 7r in

the equations 18 and 19.
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Figure 5: The ratio of two formulations of the Rayleigh backscatter coefficient, given by equations 21 and 18, is plotted from

250 to 1000 nm. This plot shows the importance of including the dispersion of the depolarization in calculations of Rayleigh

backscattering.

It is interesting to compare this formulation of Rayleigh backscattering to a simpler numerical version that is otten used but

that does not account for the effects of the dispersion of depolarization. The simpler equation may be expressed as [2]

550 ]4
#{_.'mP'_"(A) : N o"n (A) : N 5.45 [A(nm)J x 10 -28 (67/%--18'/" -1)

(21)

where N is the molecular number density and a n (A) is the Rayleigh backscatter cross section. Figure 5 shows the ratio of

equations 21 and 18 over a range of 250 to 1000 nm where the latter equation has been evaluated at an angle of Tr.

The non-constant ratio shown in the plot is due to the different methods of calculating the Rayleigh cross section. The full

method shown in equation 18 includes the dispersion of the depolarization ratio and should be used when high accuracy is

required. The two methods differ by more than 10% for wavelengths shorter than approximately 280 nm and by more than 5%

for wavelengths greater than approximately 800 rim. At the wavelength in use here of 351 nm, the difference is -3%. Again it

should be noted that the dispersion of depolarization shown in the figure includes the full effects of rotational Raman scattering.
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Figure 6: Aerosol backscattering coefficient calculated on the night of August 22, 1998. Tropospheric aerosols can be seen up to

altitudes of approximately 3 km while a cirrus cloud layer is apparent between 13 and 15 kin.

2.7 Aerosol backseattering coefficient

Using the Rayleigh backscatter cross section shown in equation 18, the aerosol backscatter coefficient is easily determined from

the aerosol scattering ratio as follows.

fl"er(_L, Z) ----S "°z (Tr, _L, z) (7_ (,kL, z) -- 1) (22)

Figure 6 shows the aerosol backscatter coefficient corresponding to the aerosol scattering ratio given in figure 4. The errors

plotted are those due to the random error in the aerosol scattering ratio given by equation 12 and do not include any error

contribution due to the knowledge of the molecular number density.

In terms of backscatter coefficient, which gives the intensity of light back-scattered per incident photon, the tropospheric

aerosols yield higher values than the cirrus cloud. In terms of the aerosol scattering ratio given in figure 4, however, the scattering

ratio of the cloud is larger than that for the tropospheric aerosols. So, although the cirrus cloud has a lower probability of
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Figure 7: Aerosol backscatter coefficient for the tropospheric aerosols that were present during the night of August 26, 1998 at

Andros Island. Data acquired at a low elevation angle have been used to improve the measurement of extinction.

baekscattering an incident photon than does the tropospheric aerosol layer, the ratio of scattering from the cirrus clouds to the

scattering by molecules at the height of cirrus cloud is greater than the corresponding ratio for the tropospheric aerosols.

2.8 Extinction to backscatter ratio

The ratio of aerosol extinction to backscatter is an important optical parameter that can yield information about the physical

nature of the aerosol [12]. For example, quantification of this ratio is useful in studying the growth of aerosols as a function

of relative humidity [13]. The aerosol backscatter data from August 26, 1998 corresponding to the extinction data presented in

figure 6 of part I are shown in figure 7. Data acquired at an angle of 10 degrees up from the horizon were used from this night to

improve the vertical resolution.

In general during the CAMEX-3 campaign, the top of the marine boundary layer (MBL) was observed to be at -1 km as

indicated by a roughly constant water vapor mixing ratio. On the night of August 26, the marine boundary layer height was again

at approximately 1 kin. A signature can be seen in the aerosol data at this altitude which likely indicates the top of the marine
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boundarylayer.Abovethis,thebackscatteringduetoaerosolsincreasesslightly,whichisconsistentwithachangeinaerosol

composition.Thissamesignaturecanbeseenintheextinctiontobackscatterratio.This ratio is formed using the data shown

in figure 6 of part I and figure 7 here. The result is plotted in figure 8. The error bars plotted for the ratio are determined using

equation 30 from part I. The relative decrease in extinction to backscatter ratio above 1 km is another indication of a change in

aerosol type. This could be an indication of different aerosol types that have been transported aloft as opposed to local aerosols

that swelled within the marine boundary layer.

The increase in extinction to backscatter ratio up to an altitude of I kin, the height of the marine boundary layer, could be

an indication of aerosol swelling, qaais is often seen as height increases inside a well-mixed boundary layer. Aerosols begin to

swell when the relative humidity increases above -70% [14]. Since a well-m ixed boundary layer should have a relatively constant

mixing ratio and mixing ratio is a conserved quantity, as a parcel of air cools within the boundary layer, the relative humidity of the

parcel will increase. Atmospheric temperature typically decreases with altitude, thus the relative humidity is often seen to increase

with altitude in the boundary layer. When the relative humidity exceeds -70%, one can expect aerosol swelling to commence.

An increase in the aerosol size due to hygroscopic growth increases the forward-scattering more than it increases the backward

scattering. In general, the result of this is to increase the particle extinction at the expense of backscattering thus increasing the

ratio. Thus, the increase in the extinction to backscatter ratio between 0.5 km and 1.0 kra is consistent with aerosol swelling

due to increases in relative humidity above the threshold 70% value. In fact, measurements of atmospheric relative humidity

made by an Atmospheric Emitted Radiance Interferometer (AERI) [15] at the same time as these lidar measurements indicated

that relative humidifies exceeded 70% between approximately 0.4 km and 1.1 km supporting the conclusion that the increase in

extinction to backscatter ratio below 1.0 kra is due to aerosol growth.

3 Water vapor mixing ratio

3.1 Definition

Water vapor is one of the most important atmospheric state variables. The profile of water vapor in the atmosphere determines

convective atmospheric stability which influences whether storm initiation is likely. It also is the most active greenhouse gas;

it absorbs terrestrial radiation more strongly than C02. The ratio of the mass of water vapor to the mass of dry air in a given
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volume, known as the water vapor mixing ratio, is a convenient way to quantify the amount of water vapor in the atmosphere.

The mixing ratio is conserved in atmospheric processes that do not involve condensation or evaporation and thus serves well as a

tracer of the movement of air parcels in the atmosphere.

3.2 Calculation of the water vapor mixing ratio from the lidar equation

Using equation 8 fi'om part I for single scattering gaman lidar measurements of water vapor and nitrogen, respectively, the ratio

of these two signals, including the effects of temperature sensitivity, becomes

r t t t

P (AH, r) __ Oz4 (r) FH(T) NH (r) _as_ _ (An) e- f{,_(;_U,ro )-,_<;_N,r )}a_ (23)

P(/_N, r) ON(r) FN(T) NN(T) da_(_) _()_N)d.Q

The exponential factor expresses the difference in one-way atmospheric transmission between Raman wavelengths and will

be abbreviated AT (AH, AN, r) following the shorthand convention of equation 4.

Recalling that the water vapor mixing ratio is the ratio of the mass of water vapor and the mass of dry air, and considering

that nitrogen forms a constant fraction (-0.78) of'dry air" in the lower atmosphere, it is apparent that

MWH_o NH (r) _ MWH2o N_t (r) _ , . NH (r) (24)
W ---- MWDryAir NDryAir (r) -- MWDryAir NN (r)/0.78 _-- U.qOO_

where w is the water vapor mixing ratio, MWH2o is the molecular weight of water vapor (18 g/mole), MWAir is the

molecular weight of'dry air" (an averaged quantity whose value is -28.94 g/mole [16]). Combining equation 23 and 24 yields

ON (r) FN(T) P (AH, r) daN(_) _ (AN) A_-
d.,q (AN, AH, r) (25)

w :: koH (r) FH(T)P(._N,r) daH(_) _(-_H)
ckQ

using the fact that Av (AN, AH, r) = l/AT (AH, AN, r) and representing the constant of proportionality in equation 24 as k

(_ 0.485).

In practice, ratio measurements using the SRL are influenced by a non-unity overlap function, ON (r)/OH (r), within the

first -41.3 kin. This may be corrected using the nitrogen filter technique mentioned in section 2.2. Another technique that can be

used to reduce the influence of the overlap function is to use the scanning capability of the instrument and acquire data at a low

elevation angle, assume horizontal homogeneity over the atmosphere within a few kilometers of the lidar location, and convert

the angle data to vertical data. This limits the influence of the lidar overlap fimctions to approximately the lowest 10-50 meters
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forthe calculation of the water vapor mixing ratio. Above this point, ON (r) �OH (r) may be then considered to be constant and

equal to unity. Using either of these approaches, above some point in the vertical profile, which can be as little as 10-50 m above

the lidar site, the overlap functions no longer have an influence.

The water vapor mixing ratio equation can now be expressed using a single calibration factor as follows

W = k*(Z,r) P()_H,_AT(/_N,/_H,r)r]
(26)

P (AN,

0.485ON(r) FN(T[r])3.0 x 10-3° _ ()_N) (27)k* (T,r)
(r) FH(T Jr]) 6.0 x 10 -30 _ ()_H)

0.24ON(r) FN(T[r]) _ (AN) (28)
OH (r) FH(T jr]) _ (AH)

where k* (T, r) is now the lidar system calibration factor and the values for the Raman nitrogen and water vapor cross sections

at 351 nm, calculated using values at 690 nm [2] and accounting for the v 4 scaling of molecular scattering, have been used.

3.2.1 Temperature sensitivity ratio FN(T)/FH(T)

As in the case of the aerosol scattering ratio calculation, the temperature dependent functions FN (T) and FH (T) must be

evaluated to apply the calibration throughout the profile. The calculation of FH(T) has already been illustrated. FN(T) can be

calculated using modeling of the rotational-vibrational line strength [ 17] and knowledge of the lidar system spectral bandpass for

the nitrogen channel. The ratio of these two temperature sensitivities yields the final temperature sensitivity of the measurement.

This will be the subject of a future investigation. However, due to the large contrast between the intensity of the central q-branch

of N2 and the vibration-rotation lines, the function FN(T) is anticipated to show little variation with temperature for most real

filters. The temperature dependence of the ratio FN (T)/FH (T) should therefore be dominated by that of FH (T). For the wide

spectral filters used to acquire the data analyzed here, the overall temperature dependence is small and k* (T, r) can be considered

constant outside of the overlap region. The error equations for the mixing ratio will now be formulated.

3.3 Water vapor mixing ratio error equations

The standard error in determining w is given by applying the error propagation formulas, equations 28 - 31 from part I, to equation

26. The result is

19



2 cry. cr_ o-2. (29)0"W --

W2 k*2 -q- -_w q- --AT2

where the abbreviation R_ --- 1" (XH, r)/P (AN, r) has been used. The full quantification of equation 29 requires analysis

of the variation of all factors that go into the calibration of the water vapor mixing ratio. The Raman lidar calibration has been

shown to be very stable over periods of years [18] thus the variance in k* will be considered to be very small. Errors inlroduced

by uncertainties in the water vapor mixing ratio differential transmission term will be studied in the next section where it will

be shown that, by using the Raman lidar measurement of aerosol extinction, error in this term can be kept very small also.

Thus errors due to fluctuations in the ratio of the lidar signals themselves usually dominate the error budget. They will now be

quantified using Poisson statistics.

crn_'/R w may be re-expressed usingRecalling that the P terms in equation 26 are actually background subtracted quantities, 2 2

the following abbreviations P(AH, r) = SH -- BH and P(AN, r) ----SN -- BN where S refers to the laser induced signals and B

refers to the background terms as follows

O-2

R2w (SH -- BH) 2 (SN -- BN) 2

(SH BH)2 ( 2-- -- ----2 2 2 )

-- fiSH _- ffBH OSN q- _BN

_Yk (SN BN) 2 (SH--BH)Z + (SN-BN) 2

(30)

(31)

where it is explicitly shown that there is error in the determination of the backgrounds. Under certain conditions, such as high

background during daytime measurements, these error source can become significant.

3.4 Water vapor mixing ratio differential transmission

Figure 9 shows the water vapor mixing ratio differential transmission term, AT (AN, AH, 7") , for the range of aerosol optical

depths shown in figure 1 where a value of 1.0 was used for the Angstrom coefficient. The 1976 U. S. Standard Atmosphere [5]

was used to calculate the molecular component of the extinction.

For a pure Rayleigh atmosphere, the value of the water vapor differential transmission varies from 1 at the surface to approxi-

mately 0.93 at 20 kin. For an aerosol optical depth of 0.5 the range of values increases to 1.0 - 0.91. As aerosol loading increases,

the differential transmission term becomes smaller. Notice that the curves are all parallel above 2 km. As in the case for aerosol

scattering ratio calculations studied earlier, the part of the differential transmission that is due to aerosols is confined to the lowest
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Figure 9: Differential transmission term for the calculation of water vapor mixing ratio using various modeled aerosol loadings

ranging fi'om a pure Rayleigh atmosphere to extremely hazy (T = 2.0). Changes in aerosol optical depth of 0.5 introduce a

change in the differential transmission term of approximately 2%.
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Figure 10: Differential tranmission term using an aerosol optical depth and allowing Angstrom coefficient to vary between 0.8

and 1.2. The differential transmission term changes by less than 2% over this range ofk.

2 krn,.

Since the Rarnan lidar can be used to measure the round-trip aerosol extinction directly, actual lidar profiles of aerosol

extinction can be used to generate the required differential transmission term. However, there still remains the uncertainty in

what value of k to use in the calculation of the one-way aerosol extinction. As shown in figure 6 of part I, varying k influences

the derived extinction. This is why additional aerosol information such as provided by a sun photometer is useful in this analysis.

To test the sensitivity of the differential transmission to changes in the Angstrom coefficient, k, for an upward looking system,

figure 10 was generated using various values ofk for an aerosol optical depth of 1.0. Varying k from 0.8 to 1.2 causes only a 2%

change in the differential transmission.

3.5 Raman lidar water vapor mixing ratio calibration

The issue of lidar calibration is a very important one since this is the process that leads to useful meteorological quantities. There

are two approaches that have been taken in the effort to calibrate the water vapor measurements of a Raman lidar system: 1) a
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first principles calibration that accounts for the total efficiency of transmitting photons through the atmosphere, scattering them

off of the molecules of interest and then detecting them with the lidar receiver system, and 2) by comparison with another water

vapor sensor such as a radiosonde or a microwave radiometer.

3.6 First principles water vapor calibration

An early effort to calibrate a Raman water vapor lidar system was described by Vaughan et. ai. [3]. Their system was a simple

two-channel lidar system which used a non-dichroic beamsplitter to share power between the water vapor and nitrogen PMTs.

Their approach was to use a nitrogen filter in front of both PMTs simultaneously. This allowed the relative efficiencies of the

PMTs and the power splitter to be determined. They then determined the optical efficiency of their collimating optics for each

of the wavelengths. The largest uncertainty in the calibration procedure was in the knowledge of the Raman backscatter cross

sections for water vapor and nitrogen. The value that they used for the ratio of the water vapor and nitrogen Raman cross sections

was 2.5 ± 10% [19] (assuming nitrogen q-branch selection). Including the other uncertainties in their calibration procedure, the

total uncertainty cited by these authors amounted to about 12%. A recent and much more thorough effort of absolute calibration

[20] achieved a total error of 12-I4%. The uncertainty in the Raman water vapor cross section was the dominant source of error

in both of these absolute calibration efforts. More work needs to be done to improve the knowledge of the absolute value of the

Raman cross section of water vapor. Until it is better known, calibration with respect to other water vapor sensors is likely to

remain popular since the total error of the measurement can be lower using this technique:

3.7 Calibration with respect to radiosonde and other water vapor sensors

It has been demonstrated [18] that the SRL can maintain a mean calibration with less than 5% variation over several years when

the calibration is derived from an ensemble of selected radiosonde measurements. Long-term calibration ofa Raman water vapor

lidar with respect to microwave radiometer [21 ] has also been performed with the same result that the mean calibration varies by

much less than 5% if no changes are made in the lidar system.

The final SRL calibration constant for the CAMEX-3 campaign was derived in two ways that resulted in nearly identical

values. One was through the use of 31 radiosonde comparisons, the other was by using a set of measurements made at the base

of low altitude cumulus clouds and assuming that saturation obtained at cloud base [22]. One of the radiosonde comparisons will

now be shown to illustrate the radiosonde calibration technique.
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To determine the calibration constant with respect to a single radiosonde, the quantity on the right hand side of equation 26,

k*P (AH, r)/P (AN, r) AT (AN, An, r), must be compared as a function of height to a simultaneous radiosonde measurement.

The parameter k* is adjusted to achieve a best fit with the radiosonde data over a range where both instruments are yielding good

data. In the case of the lidar, this means, for example, above the altitude where the system overlap function is an influence; for the

radiosonde, this typically means measurements outside of clouds and with temperatures above -40 C. For some earlier radiosonde

measurements, it was necessary to select for relative humidity values above 20% [23] [18] [24] although most radiosondes can

now report values well below 20%.

Figure 11 shows a lidar/radiosonde comparison from the night of August 22, 1998 at Andros Island during CAMEX-3. The

best fit between a 10-minute lidar profile and the radiosonde was determined between the heights of 1 - 3 kin. The calibration

constant, k*, determined from this comparison was -0.204. Using this value of k* in equation 26 produces the lidar water vapor

mixing ratio in units of kg of water vapor per kg of dry air. The units of mixing ratio typically used in these plots, however, are

grams of water vapor per kilogram of dry air (g/kg) which is obtained by multiplying by 1000. It is interesting to note that the

calibration value of.204 indicates that, using equation 28, the ratio oflidar system efficiencies, _ (AN)/4 (AH) = 0.204/0.24

0.85. In other words, the SRL optical detection system has -15% higher efficiency in the water vapor channel than in the nitrogen

channel; this was the result of an optical design which maximized the transmission of the water vapor wavelength at the expense

of the other (stronger) signals such as nitrogen.

The data are shown in the figure both on a linear scale on the left and on a log scale on the fight. The linear scale shows

the discrepancy between the lidar and the radiosonde in the first kilometer with the radiosonde showing a low-level moisture

inversion. This may be a real event in the atmosphere or it could also be an indication that the radiosonde required some time to

equilibrate to the environment [25]. The log scale on the right shows the good agreement of the two sensors in the upper regions

of the profile where mixing ratio values are very small. The lidar data on the left are plotted with 75 m vertical resolution. The

lidar data on the right use 75 ra resolution up to 6 kin, 225 m resolution between 6 - 8 km and 375 m above 8 kin.

4 Summary

As the second part of a two-part review of the traditional Raman lidar measurements of water vapor and aerosols, the temperature

dependent forms of the lidar equations developed in part I [1 ] have then used to derive equations for the aerosol scattering ratio,
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Figure 11" Comparison of a 10-minute SRL water vapor mixing ratio profile with that ofa coincidently launched radiosonde with

a linear scale on the left and a log scale on the right. The SRL water vapor calibration was determined through a best fit procedure
between the lidar and the radiosonde between 1 - 3 krn. The radiosonde was launched at 0022 or 0.37 UT.

aerosol extinction, aerosol backscatter coefficient and the water vapor mixing ratio. The appropriate error equations were also

derived for these quantities. It was shown that not including the depolarization of Rayleigh scattering can have a quite significant

effect on the calculation of the backscatter coefficient. The calculation of the differential transmission term was treated carefully

and the influence of the wavelength scaling of aerosols was examined. Pertinent analysis examples were shown in each case.
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